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high-frequency AC combined with DC 
current, or DC current only. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 878.9. 

[53 FR 23872, June 24, 1988, as amended at 61 
FR 1123, Jan. 16, 1996; 66 FR 38803, July 25, 
2001] 

§ 878.5360 Tweezer-type epilator. 

(a) Identification. The tweezer-type 
epilator is an electrical device intended 
to remove hair. The energy provided at 
the tip of the tweezer used to remove 
hair may be radio frequency, galvanic 
(direct current), or a combination of 
radio frequency and galvanic energy. 

(b) Classification. Class I (general con-
trols). The device is exempt from pre-
market notification procedures in sub-
part E of part 807 of this chapter sub-
ject to § 878.9. 

[63 FR 57060, Oct. 26, 1998] 

§ 878.5650 Topical oxygen chamber for 
extremities. 

(a) Identification. A topical oxygen 
chamber for extremities is a device in-
tended to surround hermetically a pa-
tient’s limb and apply humidified oxy-
gen topically at a pressure slightly 
greater than atmospheric pressure to 
aid healing of chronic skin ulcers or 
bed sores. 

(b) Classification. Class III. 
(c) Date PMA or notice of completion of 

a PDP is required. No effective date has 
been established of the requirement for 
premarket approval. See § 878.3. 

§ 878.5900 Nonpneumatic tourniquet. 

(a) Identification. A nonpneumatic 
tourniquet is a device consisting of a 
strap or tubing intended to be wrapped 
around a patient’s limb and tightened 
to reduce circulation. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 878.9. 

[53 FR 23872, June 24, 1988, as amended at 54 
FR 13828, Apr. 5, 1989; 59 FR 63010, Dec. 7, 
1994; 66 FR 38803, July 25, 2001] 

§ 878.5910 Pneumatic tourniquet. 
(a) Identification. A pneumatic tour-

niquet is an air-powered device con-
sisting of a pressure-regulating unit, 
connecting tubing, and an inflatable 
cuff. The cuff is intended to be wrapped 
around a patient’s limb and inflated to 
reduce or totally occlude circulation 
during surgery. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 878.9. 

[53 FR 23872, June 24, 1988, as amended at 61 
FR 1123, Jan. 16, 1996; 66 FR 38803, July 25, 
2001] 

PART 880—GENERAL HOSPITAL 
AND PERSONAL USE DEVICES 

Subpart A—General Provisions 

Sec. 
880.1 Scope. 
880.3 Effective dates of requirement for pre-

market approval. 
880.9 Limitations of exemptions from sec-

tion 510(k) of the Federal Food, Drug, 
and Cosmetic Act (the act). 

Subpart B [Reserved] 

Subpart C—General Hospital and Personal 
Use Monitoring Devices 

880.2200 Liquid crystal forehead tempera-
ture strip. 

880.2400 Bed-patient monitor. 
880.2420 Electronic monitor for gravity flow 

infusion systems. 
880.2460 Electrically powered spinal fluid 

pressure monitor. 
880.2500 Spinal fluid manometer. 
880.2700 Stand-on patient scale. 
880.2720 Patient scale. 
880.2740 Surgical sponge scale. 
880.2800 Sterilization process indicator. 
880.2900 Clinical color change thermometer. 
880.2910 Clinical electronic thermometer. 
880.2920 Clinical mercury thermometer. 
880.2930 Apgar timer. 

Subparts D–E [Reserved] 

Subpart F—General Hospital and Personal 
Use Therapeutic Devices 

880.5025 I.V. container. 
880.5045 Medical recirculating air cleaner. 
880.5075 Elastic bandage. 
880.5090 Liquid bandage. 
880.5100 AC-powered adjustable hospital bed. 
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880.5110 Hydraulic adjustable hospital bed. 
880.5120 Manual adjustable hospital bed. 
880.5130 Infant radiant warmer. 
880.5140 Pediatric hospital bed. 
880.5150 Nonpowered flotation therapy mat-

tress. 
880.5160 Therapeutic medical binder. 
880.5180 Burn sheet. 
880.5200 Intravascular catheter. 
880.5210 Intravascular catheter securement 

device. 
880.5240 Medical adhesive tape and adhesive 

bandage. 
880.5270 Neonatal eye pad. 
880.5300 Medical absorbent fiber. 
880.5400 Neonatal incubator. 
880.5410 Neonatal transport incubator. 
880.5420 Pressure infusor for an I.V. bag. 
880.5430 Nonelectrically powered fluid injec-

tor. 
880.5440 Intravascular administration set. 
880.5450 Patient care reverse isolation 

chamber. 
880.5475 Jet lavage. 
880.5500 AC-powered patient lift. 
880.5510 Non-AC-powered patient lift. 
880.5550 Alternating pressure air flotation 

mattress. 
880.5560 Temperature regulated water mat-

tress. 
880.5570 Hypodermic single lumen needle. 
880.5580 Acupuncture needle. 
880.5630 Nipple shield. 
880.5640 Lamb feeding nipple. 
880.5680 Pediatric position holder. 
880.5700 Neonatal phototherapy unit. 
880.5725 Infusion pump. 
880.5740 Suction snakebite kit. 
880.5760 Chemical cold pack snakebite kit. 
880.5780 Medical support stocking. 
880.5820 Therapeutic scrotal support. 
880.5860 Piston syringe. 
880.5950 Umbilical occlusion device. 
880.5960 Lice removal kit. 
880.5965 Subcutaneous, implanted, 

intravascular infusion port and catheter. 
880.5970 Percutaneous, implanted, long-term 

intravascular catheter. 

Subpart G—General Hospital and Personal 
Use Miscellaneous Devices 

880.6025 Absorbent tipped applicator. 
880.6050 Ice bag. 
880.6060 Medical disposable bedding. 
880.6070 Bed board. 
880.6080 Cardiopulmonary resuscitation 

board. 
880.6085 Hot/cold water bottle. 
880.6100 Ethylene oxide gas aerator cabinet. 
880.6140 Medical chair and table. 
880.6150 Ultrasonic cleaner for medical in-

struments. 
880.6175 [Reserved] 
880.6185 Cast cover. 
880.6190 Mattress cover for medical pur-

poses. 

880.6200 Ring cutter. 
880.6230 Tongue depressor. 
880.6250 Patient examination glove. 
880.6265 Examination gown. 
880.6280 Medical insole. 
880.6320 AC-powered medical examination 

light. 
880.6350 Battery-powered medical examina-

tion light. 
880.6375 Patient lubricant. 
880.6430 Liquid medication dispenser. 
880.6450 Skin pressure protectors. 
880.6500 Medical ultraviolet air purifier. 
880.6710 Medical ultraviolet water purifier. 
880.6730 Body waste receptacle. 
880.6740 Vacuum-powered body fluid suction 

apparatus. 
880.6760 Protective restraint. 
880.6775 Powered patient transfer device. 
880.6785 Manual patient transfer device. 
880.6800 Washers for body waste receptacles. 
880.6820 Medical disposable scissors. 
880.6850 Sterilization wrap. 
880.6860 Ethylene oxide gas sterilizer. 
880.6870 Dry-heat sterilizer. 
880.6880 Steam sterilizer. 
880.6885 Liquid chemical sterilants/high 

level disinfectants. 
880.6890 General purpose disinfectants. 
880.6900 Hand-carried stretcher. 
880.6910 Wheeled stretcher. 
880.6920 Syringe needle introducer. 
880.6960 Irrigating syringe. 
880.6970 Liquid crystal vein locator. 
880.6980 Vein stabilizer. 
880.6990 Infusion stand. 
880.6991 Medical washer. 
880.6992 Medical washer-disinfector. 

AUTHORITY: 21 U.S.C. 351, 360, 360c, 360e, 
360j, 371. 

SOURCE: 45 FR 69682–69737, Oct. 21, l980, un-
less otherwise noted. 

Subpart A—General Provisions 
§ 880.1 Scope. 

(a) This part sets forth the classifica-
tion of general hospital and personal 
use devices intended for human use 
that are in commercial distribution. 

(b) The identification of a device in a 
regulation in this part is not a precise 
description of every device that is, or 
will be, subject to the regulation. A 
manufacturer who submits a pre-
market notification submission for a 
device under part 807 may not show 
merely that the device is accurately 
described by the section title and iden-
tification provisions of a regulation in 
this part, but shall state why the de-
vice is substantially equivalent to 
other devices, as required by § 807.87. 
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(c) To avoid duplicative listings, a 
general hospital and personal use de-
vice that has two or more types of uses 
(e.g., used both as a diagnostic device 
and as a therapeutic device) is listed 
only in one subpart. 

(d) References in this part to regu-
latory sections of the Code of Federal 
Regulations are to chapter I of title 21, 
unless otherwise noted. 

[52 FR 17738, May 11, 1987] 

§ 880.3 Effective dates of requirement 
for premarket approval. 

A device included in this part that is 
classified into class III (premarket ap-
proval) shall not be commercially dis-
tributed after the date shown in the 
regulation classifying the device unless 
the manufacturer has an approval 
under section 515 of the act (unless an 
exemption has been granted under sec-
tion 520(g)(2) of the act). An approval 
under section 515 of the act consists of 
FDA’s issuance of an order approving 
an application for premarket approval 
(PMA) for the device or declaring com-
pleted a product development protocol 
(PDP) for the device. 

(a) Before FDA requires that a device 
commercially distributed before the 
enactment date of the amendments, or 
a device that has been found substan-
tially equivalent to such a device, has 
an approval under section 515 of the act 
FDA must promulgate a regulation 
under section 515(b) of the act requir-
ing such approval, except as provided 
in paragraph (b) of this section. Such a 
regulation under section 515(b) of the 
act shall not be effective during the 
grace period ending on the 90th day 
after its promulgation or on the last 
day of the 30th full calendar month 
after the regulation that classifies the 
device into class III is effective, which-
ever is later. See section 501(f)(2)(B) of 
the act. Accordingly, unless an effec-
tive date of the requirement for pre-
market approval is shown in the regu-
lation for a device classified into class 
III in this part, the device may be com-
mercially distributed without FDA’s 
issuance of an order approving a PMA 
or declaring completed a PDP for the 
device. If FDA promulgates a regula-
tion under section 515(b) of the act re-
quiring premarket approval for a de-

vice, section 501(f)(1)(A) of the act ap-
plies to the device. 

(b) Any new, not substantially equiv-
alent, device introduced into commer-
cial distribution on or after May 28, 
1976, including a device formerly mar-
keted that has been substantially al-
tered, is classified by statute (section 
513(f) of the act) into class III without 
any grace period and FDA must have 
issued an order approving a PMA or de-
claring completed a PDP for the device 
before the device is commercially dis-
tributed unless it is reclassified. If 
FDA knows that a device being com-
mercially distributed may be a ‘‘new’’ 
devices defined in this section because 
of any new intended use or other rea-
sons, FDA may codify the statutory 
classification of the device into class 
III for such new use. Accordingly, the 
regulation for such a class III device 
states that as of the enactment date of 
the amendments, May 28, 1976, the de-
vice must have an approval under sec-
tion 515 of the act before commercial 
distribution. 

[52 FR 17738, May 11, 1987] 

§ 880.9 Limitations of exemptions from 
section 510(k) of the Federal Food, 
Drug, and Cosmetic Act (the act). 

The exemption from the requirement 
of premarket notification (section 
510(k) of the act) for a generic type of 
class I or II device is only to the extent 
that the device has existing or reason-
ably foreseeable characteristics of 
commercially distributed devices with-
in that generic type or, in the case of 
in vitro diagnostic devices, only to the 
extent that misdiagnosis as a result of 
using the device would not be associ-
ated with high morbidity or mortality. 
Accordingly, manufacturers of any 
commercially distributed class I or II 
device for which FDA has granted an 
exemption from the requirement of 
premarket notification must still sub-
mit a premarket notification to FDA 
before introducing or delivering for in-
troduction into interstate commerce 
for commercial distribution the device 
when: 

(a) The device is intended for a use 
different from the intended use of a le-
gally marketed device in that generic 
type of device; e.g., the device is in-
tended for a different medical purpose, 
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or the device is intended for lay use 
where the former intended use was by 
health care professionals only; 

(b) The modified device operates 
using a different fundamental sci-
entific technology than a legally mar-
keted device in that generic type of de-
vice; e.g., a surgical instrument cuts 
tissue with a laser beam rather than 
with a sharpened metal blade, or an in 
vitro diagnostic device detects or iden-
tifies infectious agents by using 
deoxyribonucleic acid (DNA) probe or 
nucleic acid hybridization technology 
rather than culture or immunoassay 
technology; or 

(c) The device is an in vitro device 
that is intended: 

(1) For use in the diagnosis, moni-
toring, or screening of neoplastic dis-
eases with the exception of 
immunohistochemical devices; 

(2) For use in screening or diagnosis 
of familial or acquired genetic dis-
orders, including inborn errors of me-
tabolism; 

(3) For measuring an analyte that 
serves as a surrogate marker for 
screening, diagnosis, or monitoring 
life-threatening diseases such as ac-
quired immune deficiency syndrome 
(AIDS), chronic or active hepatitis, tu-
berculosis, or myocardial infarction or 
to monitor therapy; 

(4) For assessing the risk of cardio-
vascular diseases; 

(5) For use in diabetes management; 
(6) For identifying or inferring the 

identity of a microorganism directly 
from clinical material; 

(7) For detection of antibodies to 
microorganisms other than 
immunoglobulin G (IgG) or IgG assays 
when the results are not qualitative, or 
are used to determine immunity, or the 
assay is intended for use in matrices 
other than serum or plasma; 

(8) For noninvasive testing as defined 
in § 812.3(k) of this chapter; and 

(9) For near patient testing (point of 
care). 

[65 FR 2318, Jan. 14, 2000] 

Subpart B [Reserved] 

Subpart C—General Hospital and 
Personal Use Monitoring Devices 

§ 880.2200 Liquid crystal forehead tem-
perature strip. 

(a) Identification. A liquid crystal 
forehead temperature strip is a device 
applied to the forehead that is used to 
indicate the presence or absence of 
fever, or to monitor body temperature 
changes. The device displays the color 
changes of heat sensitive liquid crys-
tals corresponding to the variation in 
the surface temperature of the skin. 
The liquid crystals, which are cho-
lesteric esters, are sealed in plastic. 

(b) Classification. Class II (special 
controls). The device is exempt from 
the premarket notification procedures 
in subpart E of part 807 of this chapter 
subject to § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 63 FR 59228, Nov. 3, 1998] 

§ 880.2400 Bed-patient monitor. 
(a) Identification. A bed-patient mon-

itor is a battery-powered device placed 
under a mattress and used to indicate 
by an alarm or other signal when a pa-
tient attempts to leave the bed. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 59 FR 63010, Dec. 7, 1994; 66 FR 38803, July 
25, 2001] 

§ 880.2420 Electronic monitor for grav-
ity flow infusion systems. 

(a) Identification. An electronic mon-
itor for gravity flow infusion systems 
is a device used to monitor the amount 
of fluid being infused into a patient. 
The device consists of an electronic 
transducer and equipment for signal 
amplification, conditioning, and dis-
play. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.2460 Electrically powered spinal 
fluid pressure monitor. 

(a) Identification. An electrically pow-
ered spinal fluid pressure monitor is an 
electrically powered device used to 
measure spinal fluid pressure by the 
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use of a transducer which converts spi-
nal fluid pressure into an electrical sig-
nal. The device includes signal amplifi-
cation, conditioning, and display equip-
ment. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.2500 Spinal fluid manometer. 
(a) Identification. A spinal fluid ma-

nometer is a device used to measure 
spinal fluid pressure. The device uses a 
hollow needle, which is inserted into 
the spinal column fluid space, to con-
nect the spinal fluid to a graduated col-
umn so that the pressure can be meas-
ured by reading the height of the fluid. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.2700 Stand-on patient scale. 
(a) Identification. A stand-on patient 

scale is a device intended for medical 
purposes that is used to weigh a pa-
tient who is able to stand on the scale 
platform. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device also is exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38803, July 25, 2001 

§ 880.2720 Patient scale. 
(a) Identification. A patient scale is a 

device intended for medical purposes 
that is used to measure the weight of a 
patient who cannot stand on a scale. 
This generic device includes devices 
placed under a bed or chair to weigh 
both the support and the patient, de-
vices where the patient is lifted by a 
sling from a bed to be weighed, and de-
vices where the patient is placed on the 
scale platform to be weighed. The de-
vice may be mechanical, battery pow-
ered, or AC-powered and may include 
transducers, electronic signal amplifi-
cation, conditioning and display equip-
ment. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 61 FR 1123, Jan. 16, 1996; 66 FR 38803, July 
25, 2001] 

§ 880.2740 Surgical sponge scale. 
(a) Identification. A surgical sponge 

scale is a nonelectrically powered de-
vice used to weigh surgical sponges 
that have been used to absorb blood 
during surgery so that, by comparison 
with the known dry weight of the 
sponges, an estimate may be made of 
the blood lost by the patient during 
surgery. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device also is exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38804, July 25, 2001 

§ 880.2800 Sterilization process indi-
cator. 

(a) Biological sterilization process indi-
cator—(1) Identification. A biological 
sterilization process indicator is a de-
vice intended for use by a health care 
provider to accompany products being 
sterilized through a sterilization proce-
dure and to monitor adequacy of steri-
lization. The device consists of a 
known number of microorganisms, of 
known resistance to the mode of steri-
lization, in or on a carrier and enclosed 
in a protective package. Subsequent 
growth or failure of the microorga-
nisms to grow under suitable condi-
tions indicates the adequacy of steri-
lization. 

(2) Classification. Class II (perform-
ance standards). 

(b) Physical/chemical sterilization proc-
ess indicator—(1) Identification. A phys-
ical/chemical sterilization process indi-
cator is a device intended for use by a 
health care provider to accompany 
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products being sterilized through a 
sterilization procedure and to monitor 
one or more parameters of the steri-
lization process. The adequacy of the 
sterilization conditions as measured by 
these parameters is indicated by a visi-
ble change in the device. 

(2) Classification. Class II (perform-
ance standards). 

§ 880.2900 Clinical color change ther-
mometer. 

(a) Identification. A clinical color 
change thermometer is a disposable de-
vice used to measure a patient’s oral, 
rectal, or axillary (armpit) body tem-
perature. The device records body tem-
perature by use of heat sensitive 
chemicals which are sealed at the end 
of a plastic or metal strip. Body heat 
causes a stable color change in the 
heat sensitive chemicals. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 61 FR 1123, Jan. 16, 1996; 66 FR 38804, July 
25, 2001] 

§ 880.2910 Clinical electronic thermom-
eter. 

(a) Identification. A clinical electronic 
thermometer is a device used to meas-
ure the body temperature of a patient 
by means of a transducer coupled with 
an electronic signal amplification, con-
ditioning, and display unit. The trans-
ducer may be in a detachable probe 
with or without a disposable cover. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.2920 Clinical mercury thermom-
eter. 

(a) Identification. A clinical mercury 
thermometer is a device used to meas-
ure oral, rectal, or axillary (armpit) 
body temperature using the thermal 
expansion of mercury. 

(b) Classification. Class II (special 
controls). The device is exempt from 
the premarket notification procedures 
in subpart E of part 807 of this chapter 
subject to § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 63 FR 59228, Nov. 3, 1998] 

§ 880.2930 Apgar timer. 
(a) Identification. The Apgar timer is 

a device intended to alert a health care 
provider to take the Apgar score of a 
newborn infant. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
good manufacturing practice require-
ments in part 820 of this chapter, with 
the exception of § 820.180 of this chap-
ter, with respect to general require-
ments concerning records, and § 820.198 
of this chapter, with respect to com-
plaint files. 

[63 FR 59718, Nov. 5, 1998] 

Subparts D–E [Reserved] 

Subpart F—General Hospital and 
Personal Use Therapeutic Devices 

§ 880.5025 I.V. container. 
(a) Identification. An I.V. container is 

a container made of plastic or glass 
used to hold a fluid mixture to be ad-
ministered to a patient through an 
intravascular administration set. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.5045 Medical recirculating air 
cleaner. 

(a) Identification. A medical recircu-
lating air cleaner is a device used to re-
move particles from the air for medical 
purposes. The device may function by 
electrostatic precipitation or filtra-
tion. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.5075 Elastic bandage. 
(a) Identification. An elastic bandage 

is a device consisting of either a long 
flat strip or a tube of elasticized mate-
rial that is used to support and com-
press a part of a patient’s body. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device also is exempt from the current 
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good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38804, July 25, 2001] 

§ 880.5090 Liquid bandage. 
(a) Identification. A liquid bandage is 

a sterile device that is a liquid, 
semiliquid, or powder and liquid com-
bination used to cover an opening in 
the skin or as a dressing for burns. The 
device is also used as a topical skin 
protectant. 

(b) Classification. Class I (general con-
trols). When used only as a skin pro-
tectant, the device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 880.9. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 65 FR 2318, Jan. 14, 2000] 

§ 880.5100 AC-powered adjustable hos-
pital bed. 

(a) Identification. An AC-powered ad-
justable hospital bed is a device in-
tended for medical purposes that con-
sists of a bed with a built-in electric 
motor and remote controls that can be 
operated by the patient to adjust the 
height and surface contour of the bed. 
The device includes movable and 
latchable side rails. 

(b) Classification. Class II (special 
controls). The device is exempt from 
the premarket notification procedures 
in subpart E of part 807 of this chapter 
subject to § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 63 FR 59229, Nov. 3, 1998] 

§ 880.5110 Hydraulic adjustable hos-
pital bed. 

(a) Identification. A hydraulic adjust-
able hospital bed is a device intended 
for medical purposes that consists of a 
bed with a hydraulic mechanism oper-
ated by an attendant to adjust the 
height and surface contour of the bed. 
The device includes movable and 
latchable side rails. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 

subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38804, July 25, 2001] 

§ 880.5120 Manual adjustable hospital 
bed. 

(a) Identification. A manual adjust-
able hospital bed is a device intended 
for medical purposes that consists of a 
bed with a manual mechanism operated 
by an attendant to adjust the height 
and surface contour of the bed. The de-
vice includes movable and latchable 
side rails. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 54 FR 25050, June 12, 1989; 66 FR 38804, July 
25, 2001] 

§ 880.5130 Infant radiant warmer. 
(a) Identification. The infant radiant 

warmer is a device consisting of an in-
frared heating element intended to be 
placed over an infant to maintain the 
infant’s body temperature by means of 
radiant heat. The device may also con-
tain a temperature monitoring sensor, 
a heat output control mechanism, and 
an alarm system (infant temperature, 
manual mode if present, and failure 
alarms) to alert operators of a tem-
perature condition over or under the 
set temperature, manual mode time 
limits, and device component failure, 
respectively. The device may be placed 
over a pediatric hospital bed or it may 
be built into the bed as a complete 
unit. 

(b) Classification. Class II (Special 
Controls): 

(1) The Association for the Advance-
ment of Medical Instrumentation 
(AAMI) Voluntary Standard for the In-
fant Radiant Warmer; 

(2) A prescription statement in ac-
cordance with § 801.109 of this chapter 
(restricted to use by or upon the order 
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of qualified practitioners as deter-
mined by the States); and 

(3) Labeling for use only in health 
care facilities and only by persons with 
specific training and experience in the 
use of the device. 

[62 FR 33350, June 19, 1997] 

§ 880.5140 Pediatric hospital bed. 
(a) Identification. A pediatric hospital 

bed is a device intended for medical 
purposes that consists of a bed or crib 
designed for the use of a pediatric pa-
tient, with fixed end rails and movable 
and latchable side rails. The contour of 
the bed surface may be adjustable. 

(b) Classification. Class II (special 
controls). The device is exempt from 
the premarket notification procedures 
in subpart E of part 807 of this chapter 
subject to § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 63 FR 59229, Nov. 3, 1998] 

§ 880.5150 Nonpowered flotation ther-
apy mattress. 

(a) Identification. A nonpowered flota-
tion therapy mattress is a mattress in-
tended for medical purposes which con-
tains air, fluid, or other materials that 
have the functionally equivalent effect 
of supporting a patient and avoiding 
excess pressure on local body areas. 
The device is intended to treat or pre-
vent decubitus ulcers (bed sores). 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device also is exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38804, July 25, 2001] 

§ 880.5160 Therapeutic medical binder. 
(a) Identification. A therapeutic med-

ical binder is a device, usually made of 
cloth, that is intended for medical pur-
poses and that can be secured by ties so 
that it supports the underlying part of 
the body or holds a dressing in place. 
This generic type of device includes the 

abdominal binder, breast binder, and 
perineal binder. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38804, July 25, 2001] 

§ 880.5180 Burn sheet. 
(a) Identification. A burn sheet is a de-

vice made of a porous material that is 
wrapped aroung a burn victim to retain 
body heat, to absorb wound exudate, 
and to serve as a barrier against con-
taminants. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 59 FR 63011, Dec. 7, 1994; 66 FR 38804, July 
25, 2001] 

§ 880.5200 Intravascular catheter. 
(a) Identification. An intravascular 

catheter is a device that consists of a 
slender tube and any necessary con-
necting fittings and that is inserted 
into the patient’s vascular system for 
short term use (less than 30 days) to 
sample blood, monitor blood pressure, 
or administer fluids intravenously. The 
device may be constructed of metal, 
rubber, plastic, or a combination of 
these materials. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.5210 Intravascular catheter se-
curement device. 

(a) Identification. An intravascular 
catheter securement device is a device 
with an adhesive backing that is placed 
over a needle or catheter and is used to 
keep the hub of the needle or the cath-
eter flat and securely anchored to the 
skin. 
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(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 59 FR 63011, Dec. 7, 1994; 66 FR 38804, July 
25, 2001] 

§ 880.5240 Medical adhesive tape and 
adhesive bandage. 

(a) Identification. A medical adhesive 
tape or adhesive bandage is a device in-
tended for medical purposes that con-
sists of a strip of fabric material or 
plastic, coated on one side with an ad-
hesive, and may include a pad of sur-
gical dressing without a disinfectant. 
The device is used to cover and protect 
wounds, to hold together the skin 
edges of a wound, to support an injured 
part of the body, or to secure objects to 
the skin. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 59 FR 63011, Dec. 7, 1994; 66 FR 38804, July 
25, 2001] 

§ 880.5270 Neonatal eye pad. 
(a) Identification. A neonatal eye pad 

is an opaque device used to cover and 
protect the eye of an infant during 
therapeutic procedures, such as 
phototherapy. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 880.9. If the device is not la-
beled or otherwise represented as ster-
ile, it is exempt from the current good 
manufacturing practice regulations in 
part 820 of this chapter, with the excep-
tion of § 820.180 of this chapter, with re-
spect to general requirements con-
cerning records, and § 820.198 of this 
chapter, with respect to complaint 
files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 65 FR 2318, Jan. 14, 2000] 

§ 880.5300 Medical absorbent fiber. 
(a) Identification. A medical absorbent 

fiber is a device intended for medical 

purposes that is made from cotton or 
synthetic fiber in the shape of a ball or 
a pad and that is used for applying 
medication to, or absorbing small 
amounts of body fluids from, a pa-
tient’s body surface. Absorbent fibers 
intended solely for cosmetic purposes 
are not included in this generic device 
category. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38804, July 25, 2001] 

§ 880.5400 Neonatal incubator. 

(a) Identification. A neonatal incu-
bator is a device consisting of a rigid 
boxlike enclosure in which an infant 
may be kept in a controlled environ-
ment for medical care. The device may 
include an AC-powered heater, a fan to 
circulate the warmed air, a container 
for water to add humidity, a control 
valve through which oxygen may be 
added, and access ports for nursing 
care. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.5410 Neonatal transport incu-
bator. 

(a) Identification. A neonatal trans-
port incubator is a device consisting of 
a portable rigid boxlike enclosure with 
insulated walls in which an infant may 
be kept in a controlled environment 
while being transported for medical 
care. The device may include straps to 
secure the infant, a battery-operated 
heater, an AC-powered battery charger, 
a fan to circulate the warmed air, a 
container for water to add humidity, 
and provision for a portable oxygen 
bottle. 

(b) Classification. Class II (perform-
ance standards). 
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§ 880.5420 Pressure infusor for an I.V. 
bag. 

(a) Identification. A pressure infusor 
for an I.V. bag is a device consisting of 
an inflatable cuff which is placed 
around an I.V. bag. When the device is 
inflated, it increases the pressure on 
the I.V. bag to assist the infusion of 
the fluid. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 880.9. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 65 FR 2318, Jan. 14, 2000] 

§ 880.5430 Nonelectrically powered 
fluid injector. 

(a) Identification. A nonelectrically 
powered fluid injector is a nonelec-
trically powered device used by a 
health care provider to give a hypo-
dermic injection by means of a narrow, 
high velocity jet of fluid which can 
penetrate the surface of the skin and 
deliver the fluid to the body. It may be 
used for mass inoculations. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.5440 Intravascular administra-
tion set. 

(a) Identification. An intravascular 
administration set is a device used to 
administer fluids from a container to a 
patient’s vascular system through a 
needle or catheter inserted into a vein. 
The device may include the needle or 
catheter, tubing, a flow regulator, a 
drip chamber, an infusion line filter, an 
I.V. set stopcock, fluid delivery tubing, 
connectors between parts of the set, a 
side tube with a cap to serve as an in-
jection site, and a hollow spike to pen-
etrate and connect the tubing to an 
I.V. bag or other infusion fluid con-
tainer. 

(b) Classification. Class II (special 
controls). The special control for phar-
macy compounding systems within this 
classification is the FDA guidance doc-
ument entitled ‘‘Class II Special Con-
trols Guidance Document: Pharmacy 
Compounding Systems; Final Guidance 
for Industry and FDA Reviewers.’’ 
Pharmacy compounding systems clas-
sified within the intravascular admin-
istration set are exempt from the pre-

market notification procedures in sub-
part E of this part and subject to the 
limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 15798, Mar. 21, 2001] 

§ 880.5450 Patient care reverse isola-
tion chamber. 

(a) Identification. A patient care re-
verse isolation chamber is a device 
consisting of a roomlike enclosure de-
signed to prevent the entry of harmful 
airborne material. This device protects 
a patient who is undergoing treatment 
for burns or is lacking a normal im-
munosuppressive defense due to ther-
apy or congenital abnormality. The de-
vice includes fans and air filters which 
maintain an atmosphere of clean air at 
a pressure greater than the air pressure 
outside the enclosure. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.5475 Jet lavage. 

(a) Identification. A jet lavage is a de-
vice used to clean a wound by a 
pulsatile jet of sterile fluid. The device 
consists of the pulsing head, tubing to 
connect to a container of sterile fluid, 
and a means of propelling the fluid 
through the tubing, such as an electric 
roller pump. 

(b) Classification. Class II (special 
controls). The device is exempt from 
the premarket notification procedures 
in subpart E of part 807 of this chapter 
subject to § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 63 FR 59229, Nov. 3, 1998] 

§ 880.5500 AC-powered patient lift. 

(a) Identification. An AC-powered lift 
is an electrically powered device either 
fixed or mobile, used to lift and trans-
port patients in the horizontal or other 
required position from one place to an-
other, as from a bed to a bath. The de-
vice includes straps and slings to sup-
port the patient. 

(b) Classification. Class II (special 
controls). The device is exempt from 
the premarket notification procedures 
in subpart E of part 807 of this chapter 
subject to § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 63 FR 59229, Nov. 3, 1998] 
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§ 880.5510 Non-AC-powered patient 
lift. 

(a) Identification. A non-AC-powered 
patient lift is a hydraulic, battery, or 
mechanically powered device, either 
fixed or mobile, used to lift and trans-
port a patient in the horizontal or 
other required position from one place 
to another, as from a bed to a bath. 
The device includes straps and a sling 
to support the patient. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 54 FR 25050, June 12, 1989; 66 FR 38804, July 
25, 2001] 

§ 880.5550 Alternating pressure air flo-
tation mattress. 

(a) Identification. An alternating pres-
sure air flotation mattress is a device 
intended for medical purposes that con-
sists of a mattress with multiple air 
cells that can be filled and emptied in 
an alternating pattern by an associated 
control unit to provide regular, fre-
quent, and automatic changes in the 
distribution of body pressure. The de-
vice is used to prevent and treat 
decubitus ulcers (bed sores). 

(b) Classification. Class II (special 
controls). The device is exempt from 
the premarket notification procedures 
in subpart E of part 807 of this chapter 
subject to § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 63 FR 59229, Nov. 3, 1998] 

§ 880.5560 Temperature regulated 
water mattress. 

(a) Identification. A temperature regu-
lated water mattress is a device in-
tended for medical purposes that con-
sists of a mattress of suitable size, 
filled with water which can be heated 
or in some cases cooled. The device in-
cludes electrical heating and water cir-
culating components, and an optional 
cooling component. The temperature 
control may be manual or automatic. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 

subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 61 FR 1123, Jan. 16, 1996; 66 FR 38804, July 
25, 2001] 

§ 880.5570 Hypodermic single lumen 
needle. 

(a) Identification. A hypodermic single 
lumen needle is a device intended to in-
ject fluids into, or withdraw fluids 
from, parts of the body below the sur-
face of the skin. The device consists of 
a metal tube that is sharpened at one 
end and at the other end joined to a fe-
male connector (hub) designed to mate 
with a male connector (nozzle) of a pis-
ton syringe or an intravascular admin-
istration set. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.5580 Acupuncture needle. 

(a) Identification. An acupuncture 
needle is a device intended to pierce 
the skin in the practice of acupunc-
ture. The device consists of a solid, 
stainless steel needle. The device may 
have a handle attached to the needle to 
facilitate the delivery of acupuncture 
treatment. 

(b) Classification. Class II (special 
controls). Acupuncture needles must 
comply with the following special con-
trols: 

(1) Labeling for single use only and 
conformance to the requirements for 
prescription devices set out in 21 CFR 
801.109, 

(2) Device material biocompatibility, 
and 

(3) Device sterility. 

[61 FR 64617, Dec. 6, 1996] 

§ 880.5630 Nipple shield. 

(a) Identification. A nipple shield is a 
device consisting of a cover used to 
protect the nipple of a nursing woman. 
This generic device does not include 
nursing pads intended solely to protect 
the clothing of a nursing woman from 
milk. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
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subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 59 FR 63011, Dec. 7, 1994; 66 FR 33804, July 
25, 2001] 

§ 880.5640 Lamb feeding nipple. 
(a) Identification. A lamb feeding nip-

ple is a device intended for use as a 
feeding nipple for infants with oral or 
facial abnormalities. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38804, July 25, 2001] 

§ 880.5680 Pediatric position holder. 
(a) Identification. A pediatric position 

holder is a device used to hold an in-
fant or a child in a desired position for 
therapeutic or diagnostic purposes, 
e.g., in a crib under a radiant warmer, 
or to restrain a child while an 
intravascular injection is adminis-
tered. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
good manufacturing practice regula-
tion in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 46952, Sept. 10, 2001] 

§ 880.5700 Neonatal phototherapy unit. 
(a) Identification. A neonatal 

phototherapy unit is a device used to 
treat or prevent hyperbilirubinemia 
(elevated serum bilirubin level). The 
device consists of one or more lamps 
that emit a specific spectral band of 
light, under which an infant is placed 
for therapy. This generic type of device 
may include supports for the patient 
and equipment and component parts. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.5725 Infusion pump. 

(a) Identification. An infusion pump is 
a device used in a health care facility 
to pump fluids into a patient in a con-
trolled manner. The device may use a 
piston pump, a roller pump, or a peri-
staltic pump and may be powered elec-
trically or mechanically. The device 
may also operate using a constant 
force to propel the fluid through a nar-
row tube which determines the flow 
rate. The device may include means to 
detect a fault condition, such as air in, 
or blockage of, the infusion line and to 
activate an alarm. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.5740 Suction snakebite kit. 

(a) Identification. A suction snakebite 
kit is a device consisting of a knife, 
suction device, and tourniquet used for 
first-aid treatment of snakebites by re-
moving venom from the wound. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 59 FR 63011, Dec. 7, 1994; 66 FR 38805, July 
25, 2001] 

§ 880.5760 Chemical cold pack snake-
bite kit. 

(a) Identification. A chemical cold 
pack snakebit kit is a device consisting 
of a chemical cold pack and tourniquet 
used for first-aid treatment of 
snakebites. 

(b) Classification. Class III (premarket 
approval). 

(c) Date PMA or notice of completion of 
a PDP is required. A PMA or a notice of 
completion of a PDP is required to be 
filed with the Food and Drug Adminis-
tration on or before December 26, 1996 
for any chemical cold pack snakebite 
kit that was in commercial distribu-
tion before May 28, 1976, or that has, on 
or before December 26, 1996 been found 
to be substantially equivalent to a 
chemical cold pack snakebite kit that 
was in commercial distribution before 
May 28, 1976. Any other chemical cold 
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pack snakebite kit shall have an ap-
proved PMA or a declared completed 
PDP in effect before being placed in 
commercial distribution. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 52 FR 17739, May 11, 1987; 61 FR 50708, Sept. 
27, 1996] 

§ 880.5780 Medical support stocking. 
(a) Medical support stocking to prevent 

the pooling of blood in the legs—(1) Iden-
tification. A medical support stocking 
to prevent the pooling of blood in the 
legs is a device that is constructed of 
elastic material and designed to apply 
controlled pressure to the leg and that 
is intended for use in the prevention of 
pooling of blood in the leg. 

(2) Classification. Class II (perform-
ance standards). 

(b) Medical support stocking for general 
medical purposes—(1) Identification. A 
medical support stocking for general 
medical purposes is a device that is 
constructed of elastic material and de-
signed to apply controlled pressure to 
the leg and that is intended for medical 
purposes other than the prevention of 
pooling of blood in the leg. 

(2) Classification. Class I. The device 
is exempt from the premarket notifica-
tion procedures in subpart E of part 807 
of this chapter, subject to the limita-
tions in § 880.9. The device is also ex-
empt from the current good manufac-
turing practice regulations in part 820 
of this chapter, with the exception of 
§ 820.180, with respect to general re-
quirements concerning records, and 
§ 820.198, with respect to complaint 
files. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 59 FR 63011, Dec. 7, 1994; 66 FR 38805, July 
25, 2001] 

§ 880.5820 Therapeutic scrotal support. 
(a) Identification. A therapeutic scro-

tal support is a device intended for 
medical purposes that consist of a 
pouch attached to an elastic waistband 
and that is used to support the scrotum 
(the sac that contains the testicles). 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device also is exempt from the current 
good manufacturing practice regula-

tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38805, July 25, 2001] 

§ 880.5860 Piston syringe. 

(a) Identification. A piston syringe is 
a device intended for medical purposes 
that consists of a calibrated hollow 
barrel and a movable plunger. At one 
end of the barrel there is a male con-
nector (nozzle) for fitting the female 
connector (hub) of a hypodermic single 
lumen needle. The device is used to in-
ject fluids into, or withdraw fluids 
from, the body. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.5950 Umbilical occlusion device. 

(a) Identification. An umbilical occlu-
sion device is a clip, tie, tape, or other 
article used to close the blood vessels 
in the umbilical cord of a newborn in-
fant. 

(b) Classification. Class I. The device 
is exempt from the premarket notifica-
tion procedures in subpart E of part 807 
of this chapter. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 59 FR 63011, Dec. 7, 1994; 66 FR 38805, July 
25, 2001] 

§ 880.5960 Lice removal kit. 

(a) Identification. The lice removal 
kit is a comb or comb-like device in-
tended to remove and/or kill lice and 
nits from head and body hair. It may or 
may not be battery operated. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 880.9. 

[63 FR 59718, Nov. 5, 1998] 

§ 880.5965 Subcutaneous, implanted, 
intravascular infusion port and 
catheter. 

(a) Identification. A subcutaneous, im-
planted, intravascular infusion port 
and catheter is a device that consists 
of a subcutaneous, implanted reservoir 
that connects to a long-term 
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intravascular catheter. The device al-
lows for repeated access to the vascular 
system for the infusion of fluids and 
medications and the sampling of blood. 
The device consists of a portal body 
with a resealable septum and outlet 
made of metal, plastic, or combination 
of these materials and a long-term 
intravascular catheter is either 
preattached to the port or attached to 
the port at the time of device place-
ment. The device is available in var-
ious profiles and sizes and can be of a 
single or multiple lumen design. 

(b) Classification. Class II (special 
controls) Guidance Document: ‘‘Guid-
ance on 510(k) Submissions for Im-
planted Infusion Ports,’’ FDA October 
1990. 

[65 FR 37043, June 13, 2000] 

§ 880.5970 Percutaneous, implanted, 
long-term intravascular catheter. 

(a) Identification. A percutaneous, im-
planted, long-term intravascular cath-
eter is a device that consists of a slen-
der tube and any necessary connecting 
fittings, such as luer hubs, and acces-
sories that facilitate the placement of 
the device. The device allows for re-
peated access to the vascular system 
for long-term use of 30 days or more, 
and it is intended for administration of 
fluids, medications, and nutrients; the 
sampling of blood; and monitoring 
blood pressure and temperature. The 
device may be constructed of metal, 
rubber, plastic, composite materials, or 
any combination of these materials 
and may be of single or multiple lumen 
design. 

(b) Classification. Class II (special 
controls) Guidance Document: ‘‘Guid-
ance on Premarket Notification 
[510(k)] Submission for Short-Term and 
Long-Term Intravascular Catheters.’’ 

[65 FR 37043, June 13, 2000] 

Subpart G—General Hospital and 
Personal Use Miscellaneous 
Devices 

§ 880.6025 Absorbent tipped appli-
cator. 

(a) Identification. An absorbent tipped 
applicator is a device intended for med-
ical purposes that consists of an ab-
sorbent swab on a wooden, paper, or 

plastic stick. The device is used to 
apply medications to, or to take speci-
mens from, a patient. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38805, July 25, 2001] 

§ 880.6050 Ice bag. 
(a) Identification. An ice bag is a de-

vice intended for medical purposes that 
is in the form of a container intended 
to be filled with ice that is used to 
apply dry cold therapy to an area of 
the body. The device may include a 
holder that keeps the bag in place 
against an external area of the patient. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38805, July 25, 2001] 

§ 880.6060 Medical disposable bedding. 
(a) Identification. Medical disposable 

bedding is a device intended for med-
ical purposes to be used by one patient 
for a period of time and then discarded. 
This generic type of device may in-
clude disposable bedsheets, bedpads, 
pillows and pillowcases, blankets, 
emergency rescue blankets, or water-
proof sheets. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
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subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 59 FR 63011, Dec. 7, 1994; 66 FR 38805, July 
25, 2001] 

§ 880.6070 Bed board. 
(a) Identification. A bed board is a de-

vice intended for medical purposes that 
consists of a stiff board used to in-
crease the firmness of a bed. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38805, July 25, 2001] 

§ 880.6080 Cardiopulmonary resuscita-
tion board. 

(a) Identification. A cardiopulmonary 
resuscitation board is a device con-
sisting of a rigid board which is placed 
under a patient to act as a support dur-
ing cardiopulmonary resuscitation. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38805, July 25, 2001] 

§ 880.6085 Hot/cold water bottle. 
(a) Identification. A hot/cold water 

bottle is a device intended for medical 

purposes that is in the form of a con-
tainer intended to be filled with hot or 
cold water to apply heat or cold to an 
area of the body. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38805, July 25, 2001] 

§ 880.6100 Ethylene oxide gas aerator 
cabinet. 

(a) Identification. An ethyene oxide 
gas aerator cabinet is a device that is 
intended for use by a health care pro-
vider and consists of a cabinet with a 
ventilation system designed to cir-
culate and exchange the air in the cabi-
net to shorten the time required to re-
move residual ethylene oxide (ETO) 
from wrapped medical devices that 
have undergone ETO sterilization. The 
device may include a heater to warm 
the circulating air. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.6140 Medical chair and table. 
(a) Identification. A medical chair or 

table is a device intended for medical 
purposes that consists of a chair or 
table without wheels and not elec-
trically powered which, by reason of 
special shape or attachments, such as 
food trays or headrests, or special fea-
tures such as a built-in raising and 
lowering mechanism or removable 
arms, is intended for use of blood do-
nors, geriatric patients, or patients un-
dergoing treatment or examination. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 

VerDate May<04>2004 11:27 May 12, 2004 Jkt 203071 PO 00000 Frm 00406 Fmt 8010 Sfmt 8010 Y:\SGML\203071T.XXX 203071T



407 

Food and Drug Administration, HHS § 880.6230 

records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38805, July 25, 2001] 

§ 880.6150 Ultrasonic cleaner for med-
ical instruments. 

(a) Identification. An ultrasonic clean-
er for medical instruments is a device 
intended for cleaning medical instru-
ments by the emission of high fre-
quency soundwaves. 

(b) Classification. Class I. The device, 
including any solutions intended for 
use with the device for cleaning and 
sanitizing the instruments, is exempt 
from the premarket notification proce-
dures in subpart E of part 807 of this 
chapter, subject to the limitations in 
§ 880.9. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 54 FR 25050, June 12, 1989; 59 FR 63011, Dec. 
7, 1994; 66 FR 38805, July 25, 2001] 

§ 880.6175 [Reserved] 

§ 880.6185 Cast cover. 
(a) Identification. A cast cover is a de-

vice intended for medical purposes that 
is made of waterproof material and 
placed over a cast to protect it from 
getting wet during a shower or a bath. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38806, July 25, 2001] 

§ 880.6190 Mattress cover for medical 
purposes. 

(a) Identification. A mattress cover 
for medical purposes is a device in-
tended for medical purposes that is 
used to protect a mattress. It may be 
electrically conductive or contain a 
germicide. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 

premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 59 FR 63011, Dec. 7, 1994; 66 FR 38806, July 
25, 2001] 

§ 880.6200 Ring cutter. 

(a) Identification. A ring cutter is a 
device intended for medical purposes 
that is used to cut a ring on a patient’s 
finger so that the ring can be removed. 
The device incorporates a guard to pre-
vent injury to the patient’s finger. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device also is exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38806, July 25, 2001] 

§ 880.6230 Tongue depressor. 

(a) Identification. A tongue depressor 
is a device intended to displace the 
tongue to facilitate examination of the 
surrounding organs and tissues. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38806, July 25, 2001] 
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§ 880.6250 Patient examination glove. 

(a) Identification. A patient examina-
tion glove is a disposable device in-
tended for medical purposes that is 
worn on the examiner’s hand or finger 
to prevent contamination between pa-
tient and examiner. 

(b) Classification. Class I (general con-
trols). 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 53 FR 1604, Jan. 13, 1989; 66 FR 46952, Sept. 
10, 2001] 

§ 880.6265 Examination gown. 

(a) Identification. An examination 
gown is a device intended for medical 
purposes that is made of cloth, paper, 
or other material that is draped over or 
worn by a patient as a body covering 
during a medical examination. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38806, July 25, 2001] 

§ 880.6280 Medical insole. 

(a) Identification. A medical insole is 
a device intended for medical purposes 
that is placed inside a shoe to relieve 
the symptoms of athlete’s foot infec-
tion by absorbing moisture. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 54 FR 25050, June 12, 1989; 66 FR 38806, July 
25, 2001] 

§ 880.6320 AC-powered medical exam-
ination light. 

(a) Identification. An AC-powered 
medical examination light is an AC- 
powered device intended for medical 
purposes that is used to illuminate 

body surfaces and cavities during a 
medical examination. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 61 FR 1123, Jan. 16, 1996; 66 FR 38806, July 
25, 2001] 

§ 880.6350 Battery-powered medical 
examination light. 

(a) Identification. A battery-powered 
medical examination light is a battery- 
powered device intended for medical 
purposes that is used to illuminate 
body surfaces and cavities during a 
medical examination. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device also is exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38806, July 25, 2001] 

§ 880.6375 Patient lubricant. 

(a) Identification. A patient lubricant 
is a device intended for medical pur-
poses that is used to lubricate a body 
orifice to facilitate entry of a diag-
nostic or therapeutic device. 

(b) Classification. Class I (general con-
trols). 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 46952, Sept. 10, 2001] 

§ 880.6430 Liquid medication dis-
penser. 

(a) Identification. A Liquid medica-
tion dispenser is a device intended for 
medical purposes that is used to issue a 
measured amount of liquid medication. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
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good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38806, July 25, 2001] 

§ 880.6450 Skin pressure protectors. 
(a) Identification. A skin pressure pro-

tector is a device intended for medical 
purposes that is used to reduce pres-
sure on the skin over a bony promi-
nence to reduce the likelihood of the 
patient’s developing decubitus ulcers 
(bedsores). 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38806, July 25, 2001] 

§ 880.6500 Medical ultraviolet air puri-
fier. 

(a) Identification. A medical ultra-
violet air purifier is a device intended 
for medical purposes that is used to de-
stroy bacteria in the air by exposure to 
ultraviolet radiation. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.6710 Medical ultraviolet water 
purifier. 

(a) Identification. A medical ultra-
violet water purifier is a device in-
tended for medical purposes that is 
used to destroy bacteria in water by 
exposure to ultraviolet radiation. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.6730 Body waste receptacle. 
(a) Identification. A body waste recep-

tacle is a device intended for medical 
purposes tht is not attached to the 
body and that is used to collect the 
body wastes of a bed patient. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device also is exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[66 FR 38806, July 25, 2001] 

§ 880.6740 Vacuum-powered body fluid 
suction apparatus. 

(a) Identification. A vacuum-powered 
body fluid suction apparatus is a device 
used to aspirate, remove, or sample 
body fluids. The device is powered by 
an external source of vacuum. This ge-
neric type of device includes vacuum 
regulators, vacuum collection bottles, 
suction catheters and tips, connecting 
flexible aspirating tubes, rigid suction 
tips, specimen traps, noninvasive tub-
ing, and suction regulators (with 
gauge). 

(b) Classification. Class II (special 
controls). The device is exempt from 
the premarket notification procedures 
in subpart E of part 807 of this chapter 
subject to § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 63 FR 59229, Nov. 3, 1998] 

§ 880.6760 Protective restraint. 
(a) Identification. A protective re-

straint is a device, including but not 
limited to a wristlet, anklet, vest, 
mitt, straight jacket, body/limb holder, 
or other type of strap, that is intended 
for medical purposes and that limits 
the patient’s movements to the extent 
necessary for treatment, examination, 
or protection of the patient or others. 

(b) Classification. Class I (general con-
trols). 

[61 FR 8439, Mar. 4, 1996, as amended at 66 FR 
46952, Sept. 10, 2001] 

§ 880.6775 Powered patient transfer 
device. 

(a) Identification. A powered patient 
transfer device is a device consisting of 
a wheeled stretcher and a powered 
mechanism that has a broad, flexible 
band stretched over long rollers that 

VerDate May<04>2004 11:27 May 12, 2004 Jkt 203071 PO 00000 Frm 00409 Fmt 8010 Sfmt 8010 Y:\SGML\203071T.XXX 203071T



410 

21 CFR Ch. I (4–1–04 Edition) § 880.6785 

can advance itself under a patient and 
transfer the patient with minimal dis-
turbance in a horizontal position to the 
stretcher. 

(b) Classification. Class II (special 
controls). The device is exempt from 
the premarket notification procedures 
in subpart E of part 807 of this chapter 
subject to § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 63 FR 59229, Nov. 3, 1998] 

§ 880.6785 Manual patient transfer de-
vice. 

(a) Identification. A manual patient 
transfer device is a device consisting of 
a wheeled stretcher and a mechanism 
on which a patient can be placed so 
that the patient can be transferred 
with minimal disturbance in a hori-
zontal position to the stretcher. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 
records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38807, July 25, 2001] 

§ 880.6800 Washers for body waste re-
ceptacles. 

(a) Identification. A washer for body 
waste receptacles is a device intended 
for medical purposes that is used to 
clean and sanitize a body waste recep-
tacle, such as a bedpan. The device con-
sists of a wall-mounted plumbing fix-
ture with a door through which a body 
waste receptacle is inserted. When the 
door is closed the body waste recep-
tacle is cleaned by hot water, steam, or 
germicide. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device also is exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 

records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38807, July 25, 2001] 

§ 880.6820 Medical disposable scissors. 
(a) Identification. Medical disposable 

scissors are disposable type general 
cutting devices intended for medical 
purposes. This generic type of device 
does not include surgical scissors. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38807, July 25, 2001] 

§ 880.6850 Sterilization wrap. 
(a) Identification. A sterilization wrap 

(pack, sterilization wrapper, bag, or ac-
cessories, is a device intended to be 
used to enclose another medical device 
that is to be sterilized by a health care 
provider. It is intended to allow steri-
lization of the enclosed medical device 
and also to maintain sterility of the 
enclosed device until used. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.6860 Ethylene oxide gas steri-
lizer. 

(a) Identification. An ethylene gas 
sterilizer is a nonportable device in-
tended for use by a health care pro-
vider that uses ethylene oxide (ETO) to 
sterilize medical products. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.6870 Dry-heat sterilizer. 
(a) Identification. A dry-heat sterilizer 

is a device that is intended for use by 
a health care provider to sterilize med-
ical products by means of dry heat. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.6880 Steam sterilizer. 
(a) Identification. A steam sterilizer 

(autoclave) is a device that is intended 
for use by a health care provider to 
sterilize medical products by means of 
pressurized steam. 

(b) Classification. Class II (perform-
ance standards). 
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§ 880.6885 Liquid chemical sterilants/ 
high level disinfectants. 

(a) Identification. A liquid chemical 
sterilant/high level disinfectant is a 
germicide that is intended for use as 
the terminal step in processing critical 
and semicritical medical devices prior 
to patient use. Critical devices make 
contact with normally sterile tissue or 
body spaces during use. Semicritical 
devices make contact during use with 
mucous membranes or nonintact skin. 

(b) Classification. Class II (special 
controls). Guidance on the Content and 
Format of Premarket Notification 
(510(k)) Submissions for Liquid Chem-
ical Sterilants/High Level Disinfect-
ants, and user information and train-
ing. 

[65 FR 36325, June 8, 2000] 

§ 880.6890 General purpose disinfect-
ants. 

(a) Identification. A general purpose 
disinfectant is a germicide intended to 
process noncritical medical devices and 
equipment surfaces. A general purpose 
disinfectant can be used to preclean or 
decontaminate critical or semicritical 
medical devices prior to terminal steri-
lization or high level disinfection. Non-
critical medical devices make only top-
ical contact with intact skin. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 880.9. 

[65 FR 36326, June 8, 2000] 

§ 880.6900 Hand-carried stretcher. 

(a) Identification. A hand-carried 
stretcher is a device consisting of a 
lightweight frame, or of two poles with 
a cloth or metal platform, on which a 
patient can be carried. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
good manufacturing practice regula-
tions in part 820 of this chapter, with 
the exception of § 820.180, with respect 
to general requirements concerning 

records, and § 820.198, with respect to 
complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 59 FR 63011, Dec. 7, 1994; 66 FR 38807, July 
25, 2001] 

§ 880.6910 Wheeled stretcher. 

(a) Identification. A wheeled stretcher 
is a device consisting of a platform 
mounted on a wheeled frame that is de-
signed to transport patients in a hori-
zontal position. The device may have 
side rails, supports for fluid infusion 
equipment, and patient securement 
straps. The frame may be fixed or col-
lapsible for use in an ambulance. 

(b) Classification. Class II (special 
controls). The device is exempt from 
the premarket notification procedures 
in subpart E of part 807 of this chapter 
subject to § 880.9. 

[45 FR 69682–69737, Oct. 21, l980, as amended 
at 63 FR 59229, Nov. 3, 1998] 

§ 880.6920 Syringe needle introducer. 

(a) Identification. A syringe needle in-
troducer is a device that uses a spring- 
loaded mechanism to drive a hypo-
dermic needle into a patient to a pre-
determined depth below the skin sur-
face. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.6960 Irrigating syringe. 

(a) Identification. An irrigating sy-
ringe is a device intended for medical 
purposes that consists of a bulb or a 
piston syringe with an integral or a de-
tachable tube. The device is used to ir-
rigate, withdraw fluid from, or instill 
fluid into, a body cavity or wound. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38807, July 25, 2001] 
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§ 880.6970 Liquid crystal vein locator. 
(a) Identification. A liquid crystal 

vein locator is a device used to indicate 
the location of a vein by revealing vari-
ations in the surface temperature of 
the skin by displaying the color 
changes of heat sensitive liquid crys-
tals (cholesteric esters). 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 54 FR 25050, June 12, 1989; 66 FR 38807, July 
25, 2001] 

§ 880.6980 Vein stabilizer. 
(a) Identification. A vein stabilizer is 

a device consisting of a flat piece of 
plastic with two noninvasive prongs. 
The device is placed on the skin so that 
the prongs are on either side of a vein 
and hold it stable while a hypodermic 
needle is inserted into the vein. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. If 
the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682–69737, Oct. 21, 1980, as amended 
at 66 FR 38807, July 25, 2001] 

§ 880.6990 Infusion stand. 
(a) Identification. The infusion stand 

is a stationary or movable stand in-
tended to hold infusion liquids, infu-
sion accessories, and other medical de-
vices. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 880.9. 

[63 FR 59718, Nov. 5, 1998] 

§ 880.6991 Medical washer. 
(a) Identification. A medical washer is 

a device that is intended for general 

medical purposes to clean and dry sur-
gical instruments, anesthesia equip-
ment, hollowware, and other medical 
devices. 

(b) Classification. Class II (special 
controls). The special control for this 
device is the FDA guidance document 
entitled ‘‘Class II Special Controls 
Guidance Document: Medical Washers 
and Medical Washer-Disinfectors.’’ The 
device is exempt from the premarket 
notification procedures in subpart E of 
part 807 of this chapter subject to 
§ 880.9. 

[67 FR 69121, Nov. 15, 2002] 

§ 880.6992 Medical washer-disinfector. 

(a) Identification. A medical washer- 
disinfector is a device that is intended 
for general medical purposes to clean, 
decontaminate, disinfect, and dry sur-
gical instruments, anesthesia equip-
ment, hollowware, and other medical 
devices. 

(b) Classification. Class II (special 
controls). The special control for this 
device is the FDA guidance document 
entitled ‘‘Class II Special Controls 
Guidance Document: Medical Washers 
and Medical Washer-Disinfectors.’’ 

(1) Medical washer-disinfectors that 
are intended to clean, high level dis-
infect, and dry surgical instruments, 
anesthesia equipment, hollowware, and 
other medical devices. 

(2) Medical washer-disinfectors that 
are intended to clean, low or inter-
mediate level disinfect, and dry sur-
gical instruments, anesthesia equip-
ment, hollowware, and other medical 
devices are exempt from the premarket 
notification procedures in subpart E of 
part 807 of this chapter subject to 
§ 880.9. 

[67 FR 69121, Nov. 15, 2002] 

PART 882—NEUROLOGICAL 
DEVICES 

Subpart A—General Provisions 

Sec. 
882.1 Scope. 
882.3 Effective dates of requirement for pre-

market approval. 
882.9 Limitations of exemptions from sec-

tion 510(k) of the Federal Food, Drug, 
and Cosmetic Act (the act). 
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